CERTIFICATION by CUSTODIAN of REC ORDS
Tucson Police Department Crime Laboratory (ﬁ"’\

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number

Lgh' 0045 2 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance progratm.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in AAC.R9-14-404. A3,
for 2 0.080AC solution are 0.070AC to 0.090AC.

Date: L[!F}/L"f Cal 1 f}_O"?,? AC Cal2 {Jﬁf?}f AC

Date: 5/!.:9/{)&7 Cal l_(ﬂtfz"77 AC Cal? fj’_.{}’?ﬁa AC

Date:___ M/A Cal 1 AC Cal2 AC
Between the dates of ‘?/; 15 105 and 5412 /05

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on _ a"%‘?

The instrument was returned to service on N A

dj ennifer L. Coombs
5, / 13/05~

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this /3 , day of

aﬂ ,IULE-LLQ{' o% @%FL@E

Tla ,200.< .
oo v
m— relCing SEAL
— SO\ KATAY A. KINNEY 74/ y
|+ ERTl| NOTARY PUBLIC-ARIZONA
B/ PIMA COUNTY = %Pi“gﬁ’wﬂﬁi
M*_.rj.gt_u_gfp Sept. 4, 2008{

*[ncludes docurnents specified in A A.C. R9-14-404. A6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




EXHIBIT Q IJL

w15 REPORT PAEPARED BURSUANT TO DUTY IMBOSED BY
Aol T R9-14-404(A)

NETIZONDE DEPARTMENT OF YEALTH SERVICES

2TANDRRED QUALITY ASSURANCE PROCEDURES ('I“
INTOXILYZER MCDEL 50400*" \\

R ¥ ]
AGENCY  Tucson Police QA SPECIALIST _dgnmg[jr ({;z;mf_'}‘i Yoo

[BErint Name)
N0 G232 LocaTIoON ONE
7005 TIME /330

-/ Display reads "READY TO START" or wpSH BUTTON TO START
=  pEsT.”

INMTOXILYZER

DATE &{Llrf Jlr ~ i
jm

DIAGNOSTIC TESTS
i v Test check. Setting should e betwean .200 and
.E00. HMode selecition switch 52 on, 51 dand S]_off at
keyhboard menu salection “HY. Reading 15 ,,é;5ﬁ .
Vv Display Test check. Mode selection switch S1 on and 52
and 83 off or keyboard menu salection “V".
printer Test check. Mods selection switch 51, B2, 53
aff or keyboard mend salection: “B".
W Clock time check. Mode selection switch 5§10 on or

keyboard menu selaction YRR
bl Date check. Mode selection switeh 511 on or keybogrd

menit selsction “E™.

2
i

DERATIONAL TESTS
~ _ Alcohol free subject Test result 0. COE AC
- " Error recognition logic system functiagning
Inwvalid test printed
Broper sample racognition system
Invalid sample printed~f/
Deficient sample printed¢fﬁ
Y Completeness of sample purge with collection tuhe¥*
calibration standard 0. 0RO AC

Results: 0. )77AC E0.000z AC v
TES LY MO

|

K

Instrument operating properly and accuratsly.

COMMENTS:
||“|| :nl- FI? Paa )
i
STGNATURE )[{(,ﬂ,{mdl(,*: rﬁl/ (/Q\D‘YV\/{JS
7
0. N/A aleoohol c ant¥atlion standard collected for subseguent

analysis.®*

+*+WITH OR WITHOUT VAPOR RECIRCULATION ARD WITH QR WITHOQUT EERYBOARD
**THIS STEF I3 ONLT REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CRPTURE.

DHS/DSLS/Form C117 (Rav. 7-93)

Pursiian: to secrion 28-1327, Arizona Revised Statutes, this desument is-a certified duplicatz of the information contained in computer
storage devices of the Tucson Police Depanment.
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Pursuant 1o section 28-1327, Arizona Revised Stautes, this document is & certified duplicate of the information contained in computer

storage devices of the Tucson Palice Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storags devices of the Tucson Police Depanment,
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ThvalIn TEST B2
SAMPLE INTRODUCED
BT IWMPROPER TIME.

GLILIECT & NAtIE
C
TRAL TUEGE DESEAVER T THTAEH T LOACATRR
| Ylo]lO |
[ TEEARTON

ADOIMGHAL MEORMETION AND DR REMARKS

i |
|
ETOXILYZER® INSTRUMENT PRINTER CARD m |

i £ 1966 fy CMIING. |

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certi fied duplicate of the information contained in comptier
storage devices of the Tucson Police Department.
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EXHIBIT P

THIS REBORT PHEEPARED PURSUANT TO DUTY IMPOSED BY
AR . RI-14-404 (1)

ARIZONAE DEPRRTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCERURES
INTOXILYZER MODEL 5000+

STANDAERD CALIBRATION CHECK PROCEDURE ;rh\
Agency Tucson Police Department Dats __;ifig;ékﬂﬁ Time _ég_i{?
Intoxilyzer Serial + [plp-004H528 Location (DE
QA Specialist . HI]Q’—& ( f‘ﬂ(f‘l"} '{f/é'-ﬂ; {:J

{Print Name)

g/q 1. DPoeur a standard.alcohol solution of known value 1nto a
tlean dry Simulator jar and assembls the simulator.
Insure that 2 tight s&aal has been made.

Standard value: 0.0%D ac

. Turn on the simulator and allow The Lemperature Lo
reach 34°C+.2°C.

3: ‘Set Intoxilyzer mode selsction in the ACA mode by
switching mode selection switch #9%9 on or selecting "“C”
on keyboard menu.

4, Attach simulator teo the simulator entrance port on the
Intoxilyzer, :

5. Intoxilyzer 5000 display reads “READY TO START” or
wPUOSH BUTTON".

B Push Start Test button or press enter on keyboard.

7. 1Insert card in response to display.

8. RAir blank completced.

8. Calibration check completed.

Test results 0. Q07770 % 0.070s AC

10. Air blank cempleted.

11. When display reads Test Complete rempove evidence card,
Bttach the card to the completed checklist.

12. Beturn mode selection switch #9 to off position atfter
all calibration checks ‘are complete er type 0 and enter
on k Daa df

SIGNATURE ,{ij’f JL, >// C&WL/*}S

*WITH OR WITERO VA D RECIRCULATION AND WITH OR WITEOUT EKEYBOARD

(3]

AR N
SRR PRASN AN

DHS/DSLS/Form Cl16 (Rewv. T7-93)

Pursuant to section 28-1327, Arizona Revised Starutes, this decument is 2 certified duplicate of the information contzined in computer
storsge devices of the Tucson Police Department.
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Pursuant 1o section 28-1327, Arizona Revised Statutes, this document s 2 certified dupticets of the information contained in computer

storage devices of the Tucson Police Department.




